Background: Laryngeal mask airway (LMA) CTrach has an integrated fiber optic bundle and battery-powered monitor that enable viewing the larynx. The LMA CTrach is a step in the evolution of LMA Fastrach. This study assessed the feasibility of the two types of LMA in anesthetized non-paralyzed patients. Patients and methods: This is a randomized controlled study where patients were allocated into two equal groups (n = 40 each), LMA CTrach group and LMA Fastrach group. All patients were scheduled for elective surgeries requiring intubation. General anesthesia with sevoflurane was used without the use of a neuromuscular blocking agent. The success of intubation from the first attempt and overall success rate were recorded. Also, the time to achieve ventilation, the time for complete tracheal intubation, and the time of the whole procedure were recorded, and any side effects were noticed. Results: Tracheal intubation was successful on the first attempt in 92.5% in the LMA CTrach group and in 67.5% in the LMA Fastrach group. The success rate within three attempts was 100% in the LMA CTrach group and 95% in the LMA Fastrach group. The time for tracheal intubation and the time of the whole procedure are significantly longer with the LMA CTrach group than the LMA Fastrach group (P < 0.002). Conclusion: LMA CTrach produced a high first-attempt success rate of tracheal intubation; meanwhile, the time for intubation and the whole procedure times were longer. Complications of both groups were minimal.
Introduction
Most cases of unexpected difficult intubation are managed satisfactorily by direct laryngoscope. Associated problems with tracheal intubation are soft tissue damage and marked sympathoadrenal response. Although hemodynamic alterations are short lived, they can be specifically important in patients with myocardial or cerebral insufficiency. Alternative guiding devices for intubation were inaugurated such as fiber optic scope, light wand, and intubating laryngeal mask airways (LMA) (Mohammed et al. 2014 ).
The laryngeal mask airway (LMA) Fastrach allows ventilation and provides simple maneuver for blind tracheal intubation. However, intubation could fail despite multiple attempts (Baskett et al. 1998) .
The LMA CTrach is functionally identical to the LMA Fastrach but has an integrated fiber optic bundle that enables viewing of the larynx through a battery-powered monitor that lies at the top of the CTrach LMA and is attached to it via a magnetic latch connector (Arslan et al. 2009 ). Intubating LMA has been used for tracheal intubation with many methods: after administration of neuromuscular blocking drugs, awake insertion of the mask followed by intubation using high concentration of sevoflurane, or awake intubation using topical anesthesia (Liu et al. 2006; Lopez et al. 2009 ). All these methods have their own limitations. The administration of a neuromuscular blocking drug may not be preferable in patients with an anticipated difficult airway. High concentration of inhalational anesthetic may lead to cardiovascular and cerebrovascular compromise in susceptible patients. Awake insertion of LMA cannot be performed without patient cooperation (Chlkoti et al. 2012) .
In the anesthetic practice with cancer patients, it is not uncommon to face situations where patients complain heavy tumor burden in the head and neck area or patients with significant psychological morbidity. These patients are expected to be uncooperative and airway difficulty is anticipated. The hypothesis of this study was that if intubation can be performed through LMA using moderate concentration of an anesthetic agent but without the use of muscle relaxant in normal patients without anticipated difficulty, it would be a useful alternative in intubating the abovementioned uncooperative patients with anticipated difficult intubation.
The aim of this study was to assess the feasibility of two different types of intubating LMA in anesthetized unparalysed patients. Moreover, their comparison regarding the success rate of intubation, corrective maneuvers needed, and the procedure-related complications were to be assessed.
Patients and methods
After approval from the local ethics committee and informed written consent, 80 patients of American Society of Anesthesiologists (ASA) grade I/II scheduled for elective surgeries in Mansoura University Hospitals, Egypt, requiring orotracheal intubation were studied. Patients who had body mass indices greater than 35 kg/m 2 and patients having limited mouth opening < 25 mm, oropharyngeal pathology, or risk of regurgitation or pulmonary aspiration of gastric contents were excluded from the study. Mallampatti grading (MPG), thyromental distance (TMD), and neck circumference (NC) were used to assess the airway of all patients. Patients were kept fasting overnight and were given tab diazepam 10 mg in the night before surgery and 5 mg just 2 h before induction of anesthesia. Patients were randomly assigned using a closed envelope method into two groups: LMA Fastrach group and LMA CTrach group. The observer who collected that data was blinded to patients' group.
Standard intraoperative monitoring included continuous ECG (electrocardiography), non-invasive blood pressure, and pulse oximetry. Difficult airway set was kept ready to manage any difficult airway situation. The LMA Fastrach and the LMA CTrach laryngeal mask airway size was chosen according to the patients' body weight in accordance with the manufacturer recommendation (LMA Fastrach Instruction Manual Henkey on Thames 2001; LMA CTrach Instruction Manual 2004): LMA size 3 and a 7.0-mm ID endotracheal tube for patients with body weight below 50 kg, a size 4 airway and 7.5 mm endotracheal tube for patients with body weight 50-70 kg, and a size 5 airway and 8.0 mm endotracheal tube for patients with body weight over 70 kg. Anesthesia was induced with intravenous fentanyl 1μg/kg and sevoflurane. A neuromuscular blocking agent was not used. Anesthesia was considered adequate for LMA insertion when the patient was unresponsive, and steady-state end-tidal concentration of 2% sevoflurane was achieved. Nondisposable, flexible, cuffed, wire-reinforced LMA Fastrach tracheal tubes were used for all patients. The viewer was focused before using the LMA CTrach and was not adjusted any further during the procedure. The patients' heads were supported on donut and kept in a neutral posture. The LMA Fastrach or LMA CTrach was inserted and adjusted, and tracheal intubation was performed with minimal neck movement. All patients were monitored carefully to ensure that oxygen saturation did not decrease below 95% at any time.
In the LMA Fastrach group, LMA Fastrach was inserted, its cuff was inflated, and the ability to ventilate the lungs was checked. If ventilation was difficult, the "up-down maneuver" was applied by withdrawing the mask by 6 cm and reinserting it, with the cuff still inflated. If this failed, partial withdrawal of the mask was tried, and if this also failed, the LMA was completely removed and reinserted. After optimizing ventilation, the metal handle was used to slightly lift the LMA Fastrach away from the posterior pharyngeal wall. If there was resistance to the passage of the endotracheal tube, corrective measures were applied based on the depth of endotracheal tube insertion at which resistance was encountered (Ferson et al. 2001) . If resistance was felt after advancing the endotracheal tube 2-2.5 cm beyond the distal opening of the LMA Fastrach, the up and down maneuver was applied. If resistance was felt within 1 cm when trying to advance the endotracheal tube, a smaller LMA Fastrach was used. If resistance was felt after advancing the endotracheal tube 3 cm beyond the distal opening, a larger LMA Fastrach was used. Lungs were ventilated in between attempts. Correct position of the endotracheal tube was confirmed with end-tidal capnography, and then the LMA Fastrach was removed over the endotracheal tube with the aid of the stabilizer rod. Up to three attempts were allowed; after which, tracheal intubation was performed using a Macintosh laryngoscope.
In LMA CTrach group, lung ventilation was optimized after insertion of the LMA CTrach using the same sequence of maneuvers as with the LMA Fastrach starting with the up and down maneuver. Then, the viewer was connected and the view of the laryngeal structures was noted. After the vocal cords were visualized, a small-sized suction catheter was passed through the CTrach which could be easily seen on the viewer and 2 ml of 2% lignocaine was instilled over the vocal cords through the catheter. After waiting for 2 min, a lubricated endotracheal tube was passed through the rigid anatomically curved airway tube of the CTrach. During these 2 min, ventilation was assisted in all patients. The correct tube placement was confirmed by direct visualization, chest auscultation, and capnography. After confirmation of the tracheal intubation, the CTrach was removed according to the manufacturer's instructions. Whenever the laryngeal view was partial, various adjusting maneuvers were used to improve the view depending on the likely cause of failure. Three types of corrective manoeuvers were used: Down-Up-Down (DUD), medial-lateral-medial (MLM), and Chandy's manoeuvers. The purpose of Chandy's maneuver is to optimize the success of "blind" tracheal intubation when using LMA Fastrach. It is noteworthy that if visualization of the glottis failed with LMA CTrach, it was used as LMA Fastrach for "blind" tracheal intubation. The two steps of the Chandy's maneuver are performed sequentially. After insertion of the LMA-Fastrach or LMA CTrach, optimal ventilation is established by slightly rotating the device in the sagittal plane, using the metal handle, until the least resistance to bag ventilation is achieved. This helps to align the internal aperture of the device with the glottic opening. Just before intubation, the LMA-CTrach is slightly lifted (but not tilted) away from the posterior pharyngeal wall using the metal handle. This prevents the endotracheal tube (ETT) from colliding with the arytenoids and facilitates the smooth passage of the ETT into the trachea. The tracheal intubation was considered failed if trachea could not be intubated in three attempts. In this situation, intubation was performed using a Macintosh laryngoscope.
Monitoring included the following items:
The number of LMA trials was recorded; the success rate of intubation from the first attempt, overall success rate of intubation, and failure after the third attempt were all recorded. The procedure-related durations were also assessed; the time required to achieve ventilation (from the time of holding LMA until the capnographic confirmation of adequate lung ventilation), the time required for intubation, and the time taken for the whole procedure (included the whole steps till the removal of the LMA) were recorded. The ease of technique was assessed on a 4-point scale as easy, adjusting manoeuvers required, reinsertion required, or failure at third attempt (Healy et al. 2012) . Heart rate (HR) and blood pressure were recorded after induction, after insertion of LMA, 1-min after induction, and 3-min after induction. Any complications occurring following the LMA insertion or tracheal intubation, e.g., coughing, bucking, or bronchospasm, and those in the post-operative period, e.g., dysphagia, hoarseness of voice, sore throat, nausea, or vomiting were recorded.
Statistical analysis
Data was analyzed using SPSS (Statistical Package for the Social Science) version 15 (SPSS Inc. Chicago, IL). It was estimated that a sample size of more than 36 patients per group would achieve a power of 90% with type 1 error 0.05. Qualitative data were presented as number and percent. Comparison between groups was done by chi-Square test. Quantitative data were tested for normality by Kolmogorov-Smirnov test. Normally distributed data were presented as mean (SD). Student t test was used to compare between two groups. P value (calculated probability) < 0.05 was considered statistically significant.
Results
The study included 80 patients requiring orotracheal intubation and scheduled for elective surgery. Patients were randomly assigned into two groups: LMA Fastrach group and LMA CTrach group (Fig. 1) . There was no significant difference in the demographic data for the two studied groups (Table 1 ). The success rate of intubation on the first attempt was significantly higher in the CTrach group (92.5%) compared to the Fastrach group (67.5%). The overall success rates of tracheal intubation were 100% in the LMA CTrach and 95% in the LMA Fastrach group. Intubation failed in two patients in the LMA Fastrach group, and tracheal intubation was done with the Macintosh laryngoscope. As regards the ease of the technique, it was easy in 16 patients of the LMA Fastrach group and 12 patients of the LMA CTrach group while corrective maneuvers required to optimize ventilation were needed in 24 (60%) patients in the LMA Fastrach group and 28 (70%) patients in the LMA CTrach group (Table 2) .
The time for complete tracheal intubation and the total time for the whole procedure of LMA insertion, tracheal intubation, and removal of the mask were significantly longer in the LMA CTrach group in comparison to the LMA Fastrach group; meanwhile, the time to achieve ventilation was comparable in the two studied groups (Table 3) .
Heart rate increased significantly following insertion of CTrach compared to the induction value (P < 0.05); otherwise, there was no statistically significant difference in hemodynamic parameters among patients of the two groups (Table 4) . Postoperative complications were not significantly different in the two studied groups; mucosal laceration as evidenced by staining of the mask or the endotracheal tube was observed in four patients of the LMA Fastrach group and three patients in the LMA CTrach group; five patients in Fastrach group complained hoarseness of voice and two patients suffered from sore throat and dysphagia (Table 5) .
Discussion
In the current study, there was a higher success rate of intubation on the first attempt with the LMA CTrach compared to the LMA Fastrach which was in agreement with the result of Lieu et al. (Liu et al. 2008) , despite the routine use of muscle relaxants in all patients in this study. Both the LMA Fastrach and LMA CTrach have an evidenced role in difficult airway management, enabling ventilation and providing a conduit for tracheal intubation in a situation where both mask ventilation and conventional tracheal intubation are difficult (Ferson et al. 2001) . Moreover, both of them provide a patent airway conduit to the glottis avoiding potential obstruction and permit the spontaneous or manual ventilation with 100% O 2 decreasing the risk of rapid desaturation (Dimitriou et al. 2002) . In this study, the success rate of intubation within three attempts was 100% in the CTrach group and 95% in the Fastrach group which is coincident with the study of Liu et al. (Liu et al. 2006 ) that reported high success rates of CTrach and endotracheal intubation through it with minimal neck movement.
The fiber optic bronchoscope has been used in combination with LMA Fastrach to improve the success rate of tracheal intubation (Dimitriou et al. 2002) . It can improve the first attempt success and reduce the risk of esophageal intubation and laryngeal trauma but will add to the complexity of airway management. In comparison, the LMA CTrach system is completely portable, can easily be handled by a single operator, and requires less preparation time than fiberoptic bronchoscope (Liu et al. 2008) .
Corrective maneuvers were needed in both groups to achieve a full or partial view of the vocal cords that consumed more time in few cases. Timmermann et al. (Timmermann et al. 2006 ) stated that there are both anatomical and technical reasons that limit the image quality obtained using the LMA CTrach. As observed in the anesthetized patient, the most common anatomical factor was downfolding of the epiglottis, or contact with the lenses that can be successfully corrected (Liu et al. 2006) . Concerning the technical reasons, the small lenses are easily obstructed by secretions or fogging during insertion or manipulation, requiring removal, cleaning, and reinsertion of the mask. This can be avoided by appropriate protection of the fiberoptic before insertion or, alternatively, cleaning the lenses with a swab inserted through the channel (Maurtua et al. 2007 ). The time for intubation and successful ventilation was prolonged to some extent with the LMA CTrach than LMA Fastrach. This was reported in an earlier study (Arslan et al. 2009 ) that found that CTrach was associated with the prolonged view and intubation time. Liu et al. (Liu et al. 2008 ) confirmed these results as they reported that CTrach increased the time to achieve intubation and adequate ventilation. Also, Lopez et al. (Lopez et al. 2009 ) compared LMA CTrach with the fiber optic laryngoscope and concluded that the time required for intubation with CTrach may be longer than that with the fiberoptic laryngoscope. However, LMA CTrach is easy to use and well tolerated (Dhonneur et al, 2006) .
In the present study, there was no significant difference between the two groups regarding MABP and HR. Elnaghy and Yuste (Elnaghy and Yuste 2015) concluded that the use of CTrach failed to get any advantage in attenuating the hemodynamic response during tracheal intubation. Similarly, Sharma e al. (Sharma et al. 2013) reported no significant hemodynamic changes in patients intubated with LMA Fastrach.
The complaint from the airway was a little bit more in the Fastrach group than in the CTrach group. This may *Significant difference compared to induction values. Probability (P) < 0.05 was considered significant MAP mean arterial blood pressure, HR heart rate be due to the more attempts needed to achieve intubation with the LMA Fastrach; also, the blind attempts with the Fastrach may traumatize the airway.
Conclusion
In conclusion, both LMA CTrach and LMA Fastrach achieved an overall satisfactory success rate of intubation in anesthetized non-paralyzed patients. The LMA CTrach achieved higher overall success rate and high rates of success on the first attempt though it was associated with longer duration. Theoretically, both techniques could be useful tools in anesthetizing uncooperative patients with an anticipated difficult airway. 
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